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PRODUCT INFORMATION

Item # TBI Padded Electric Lift Table
182-330 TBI Padded Electric Lift Table - 21.5”-37.5” Height
182-340 TBI Padded Electric Lift Table - 31” to 47” Height

DISCLAIMERS

SHIPPED NON-STERILE
These products are not shipped sterile but should be cleaned 
and sterilized before each use by authorized personnel.

RX ONLY
Federal law (USA) restricts the sale of these devices for use only by, or at 
the order of, a physician.
LIABILITY
Radiation Products Design, Inc. assumes no liability for consequential 
damages of any kind for this material when used interchangeably with 
products of other manufacturers/suppliers or for any direct or indirect 
results and consequences of its use or misuse by the customer.
Radiation Products Design, Inc. assumes no liability or responsibility 
resulting from the use of cleaning agents or disinfection products.

(CHART-4: Disclaimers - Rev. 2024-07-01)
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INDICATIONS OF USE
This device is intended to support a patient during treatment in the 
Trendelenburg and Reverse Trendelenburg Position at up to 15º.

WARNINGS AND PRECAUTIONS
It is extremely important that all precautions regarding safe use of RPD 
TBI Padded Electric Lift Tables be strictly observed to insure the safety of 
both patient and healthcare professional.

All models have a load capacity of 500 lbs

⚠ WARNING: When performing any procedure that requires use of 
electrical instruments or equipment, the patient must be insulated from 
the metal portions of the table with non-conductive material. Failure to 
do so may result in electrical shock or injury to the patient or attendant.

⚠ WARNING: Always use 110v, 60hz alternating current. Failure to use 
the proper electrical connection may result in electric shock to patient 
and attendant and will result in damage to the equipment. 

⚠ WARNING: Never use these tables in oxygen intense or other explo-
sive environment. Failure to do so could result in flash fire or explosion 
which could result in serious injury or death.

CONTRAINDICATIONS
MR Unsafe: This product should not be used in an MR 
environment due to potential presence of magnetic material.
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UNPACKING & SETUP

All RPD TBI Padded Electric Lift Tables ship fully assembled. However, 
care should be taken when unpacking the table so as not to damage the 
equipment. 

BEFORE STARTING TO UNPACK THE EQUIPMENT inspect the boxes for 
damage that may have occurred during the shipping process. RPD uses 
every packaging option available to insure that equipment arrives at its 
destination in factory condition, however, RPD Inc. has no control over 
third party handling once it leaves our facilities. Report any visible dam-
age to RPD and the shipping carrier immediately.

After the package is inspected for visible damage, follow the unpacking 
steps below.

⚠ CAUTION: Do not use a knife or other sharp object that may puncture 
or damage the upholstery during the unpacking process.

⚠ CAUTION: RPD TBI Padded Electric Lift Tables are heavy. RPD Inc. 
recommends using four reasonably strong individuals using proper lifting 
techniques to lift or move the table.
Not using the recommended number of movers may result in injury to 
the persons attempting to lift or move the equipment.

⚠ CAUTION: Always lift the table by the metal frame. If table is equipped 
with stirrups, never use the extended stirrups when lifting the table. This 
could result in damage to the stirrups or table, and may result in injury to 
the individuals attempting to move or lift the table.
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UNPACKING THE TABLE

1.	 Remove any strapping and 
the cardboard lid

2.	 Remove wooden post 
supports from each corner.

3.	 With help, lift main cardboard 
surround off the table.

4.	 Pull corners of cardboard tray 
apart so tray is flat. 

5.	 With the assistance of the 
recommended number of 
movers, lift power table off 
skid and into position.

1

2

4
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ASSEMBLY
1.	 No assembly is required for this product.

INSTRUCTIONS FOR USE
1.	 It is important to thoroughly clean tables 

according to facility standards before it is put 
into service. See cleaning suggestions

2.	 Lock all four casters into position once in 
position.

3.	 RPD TBI Padded Electric Lift Tables are 
controlled with a standard hand controller. 
Simply choose the function on your particular 
hand controller and press the buttons.

4 button controllers 
are standard with all 
models. 
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PERIODIC INSPECTION
Inspect all electrical cords and connections for damage or wear.

Check that all fasteners are in place and securely fastened.

Make certain that the hi-lo function of the table is in proper working 
condition.

Check to ensure that the table has remained level. 

DESCRIPTION
Features

•	 Locking Casters: Heavy duty, rubber wheel, easy-roll casters
•	 One piece flat top with firm foam padding
•	 Trendelenburg/Reverse Trendelenburg Positioning ±15º
•	 Easy-to-use hand control
•	 All-welded base and top frame
•	 Unobstructed base design
•	 Dual column lift system adds rigidity
 

Specifications

Weight Capacity: 500 lbs (226kg), under normal use

Table Dimensions: 72” x 27” (183cm x 69cm)

Table Height (Item # 182-330): 21.5” to 37.5” (54.61cm to 95.25cm)

Table Height (Item # 182-340): 31” to 47” (79cm to 119cm)

Positioning Angle:  ±15º
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CLEANING
These products must be thoroughly cleaned with water and detergent, 
or with water and enzymatic cleaners before use of a intermediate-
level  disinfectant, or if deemed necessary a high level disinfectant or 
sterilization procedure. This removes the presence of organic matter 
that can protect bacteria from contact of the disinfectant or sterilant, 
or react with the cleaning agent in a way that may render it ineffective. 
Always follow the manufacturer’s instructions on pre-soak and cleaning 
processes. 

Recommended cleaners include:

•	 Clorox Hydrogen Peroxide Cleaner Disinfectant Wipes

•	 Clorox Healthcare Bleach Germicidal Wipes

•	 Clorox Fuzion

•	 Diversey Oxivir TB Wipes

•	 Diversey Virox 5 RTU

•	 Ecolab Asepticare TB + II

•	 PDI Super Sani-cloth

•	 PDI Sanicloth AF 3

•	 Simple Green Towels

•	 Tekonsha Super S

Be sure to rinse thoroughly with water to remove all soap or detergent 
and/or disinfectant residue. 

Please note: slight color changes may occur from the use of cleaners.

⚠ WARNING: Always clean surfaces that come in contact with pathogens 
or infectious materials according to standard procedures of your particular 
healthcare or therapy facility. Although RPD recommends a cleaning solu-
tion it is not a guarantee that it will meet with your facility’s standards or 
state, federal and local standards for treatment and cleaning of areas and 
equipment that may be exposed to pathogens and infectious materials.
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DISINFECTION/STERILIZATION NON-CRITICAL MEDICAL 
DEVICES

This product is considered non-critical for its intended use; however due 
the high likelihood to come in contact with the immunocompromised, it 
should be treated with an intermediate level disinfectant (ILD) after pre-
cleaning.  If deemed necessary due to high risk exposure, the device may 
require approved sterilization method or high level disinfectant.

APPROVED INTERMEDIATE LEVEL DISINFECTANTS:
·	 Metrex CaviCide™ 
·	 Metrex CaviCide™ Disinfection Wipes  

	 (RPD Item # 466-334)
·	 PureGreen24™ Disinfectant and Deodorizer
·	 Isopropyl Alcohol: As a disinfectant, use a mixture of 70% 

isopropyl alcohol and 30% distilled water. Spray the solution 
onto the product, then let it air dry. Do Not Use on Acrylic parts.

 (CHART-15: Non-critical Reprocessing - Rev. 2025-02-21)

TROUBLESHOOTING
PROBLEM: Table stopped, won’t respond to controller.

SOLUTION: Reset the lift power sources.

Resetting Device: 

1.	 Holding both UP/DOWN 
buttons at the same time on 
the controller, see figure at left

2.	 You will hear a fast pace 
beeping.

3.	 When the beeping stops, push 
and hold DOWN button, till 
the table is fully down and 
level

4.	 Your table should be reset at 
this time and work correctly.
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WARRANTY
One year from date of purchase.
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The information in this document is subject to change at any time.   
Visit or website or contact us directly for the most up-to-date version of this document.

The RPD Logo is a trademark to Radiation Products Design Inc.  All product names, company names, logos, and 
other trademarks are property of their respective owners and are displayed for identification purposes only.


